
Source view Acquisition record Legacy overlay Current disposition

Overview 500 µm instrument bar Added 200 µm label Use original scale; remove added claim

Surface texture 50.0 µm instrument bar Added 1 µm label Added bar lacks defensible calibration

Surface detail 5.00 µm instrument bar 1037.7 µm oral sucker Retire dimension and anatomical label

Legacy SEM annotations requiring retirement
A source scale must remain connected to the exact pixels and anatomical boundary
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